Purpose A prospective, multicenter post-market surveillance study in Japan evaluated the 2-year safety and effectiveness of the DES in real-world patients with complex femoropopliteal artery lesions. Methods There were no exclusion criteria, and consecutive symptomatic patients with femoropopliteal lesions treated with the DES were enrolled in the study. Clinically driven target lesion revascularization (TLR) was defined as reintervention performed for [ 50% diameter stenosis after recurrent clinical symptoms of peripheral arterial disease. Clinical benefit was defined as freedom from persistent or deteriorating ischemic symptoms. Patency was evaluated by duplex ultrasound where physicians considered this standard of care.
Introduction
Endovascular therapy with balloon angioplasty and/or stent placement is a standard treatment for peripheral arterial disease (PAD). Treatment strategy for femoropopliteal (FP) lesions is still controversial. A major limitation of bare metal stents (BMS) is high prevalence of intimal hyperplasia, especially in long lesions. The primary patency rate after BMS placement in the FP lesions has been reported to be 53-81%, 36-72%, 19-66% at 1, 2, 3 years [1] [2] [3] , and these results highly vary depending on the lesion backgrounds. To combat this issue, Zilver PTX stent, a polymer-free, paclitaxel-coated nitinol-eluting stent (DES), is available for clinical use. There are several global clinical studies evaluating the efficacy of the DES including more than 2400 patients. Previously, the results from a large randomized controlled study (RCT) and a complementary, large single-arm study (SAS) supported the safety and effectiveness of the DES. Currently, a multicenter, prospective, post-market surveillance study (PMS) is underway in Japan to further evaluate this stent in realworld populations including longer and more complex lesions. One-year outcomes demonstrated the safety and effectiveness of the DES in patients with complex lesions [4] . Herein, 2-year outcomes of the study are reported.
Methods
This prospective, multicenter study (Japan PMS) enrolled 905 consecutive Japanese patients with symptomatic PAD involving the above-the-knee femoropopliteal arteries who were treated with the Zilver PTX Drug-Eluting Peripheral Stent (Cook Medical, Bloomington, IN). Detailed descriptions of study design, methods, and follow-up through 1 year for the study were previously reported [4] . Notably, inclusion of all patients treated with the device was planned, and there were no exclusion criteria. This study was regulated by the Japanese Ministry of Health, Labour, and Welfare and was therefore required to be conducted in accordance with Japanese Good Post-market Surveillance Practice Regulations, which dictate that informed consent processes to be determined by each institution's ethical committee policy to specify whether informed consent was necessary or outcome data could be abstracted while protecting patient's rights without requiring individual patient consent.
Interventions and Medications
Device instructions for use recommend that stents be oversized by 1-2 mm with respect to the reference vessel and placed at least 1 cm below the SFA origin and above the medial femoral epicondyle. Treatment of lesions in both legs was permitted, and multiple lesions per limb were also allowed. Pre-dilatation of the lesion, post-dilatation of the stent, and treatment of inflow and outflow disease were at the physician's discretion. The same antiplatelet regimen used in previous studies was recommended for all patients: clopidogrel or ticlopidine starting at least 24 h prior to the procedure, or a procedural loading dose; continued clopidogrel or ticlopidine therapy for at least 60 days postprocedure; and aspirin indefinitely.
Follow-Up Assessment
Clinically driven target lesion revascularization (TLR) was defined as reintervention performed for C 50% diameter stenosis within ± 5 mm of the target lesion after recurrent clinical symptoms of PAD. Thrombosis was site-reported as total occlusion of suspected thrombotic origin. Clinical benefit was defined as freedom from persistent or worsening symptoms of ischemia (i.e., persistent or worsening claudication, rest pain, worsening Rutherford class, ulcer, tissue loss, or other symptoms indicating the need for reintervention) after the initial study treatment. ABI and Rutherford classification were assessed pre-procedure, prior to discharge, and at the 1-and 2-year clinical visits. Patency was evaluated by duplex ultrasonography at institutions where physicians considered this standard of care, with loss of patency corresponding to a peak systolic velocity ratio C 2.4. Stent integrity was assessed by radiography at 1 year, with the next evaluations at 3 and 5 years. Deaths were adjudicated by an independent clinical events committee.
Statistical Analysis
As previously described [4] , a sample size of 900 was selected to provide 95% confidence for determination of events at rates as low as 1-2%. The data were analyzed using SAS 9.3 (SAS Institute Inc., Cary, NC). Continuous variables were summarized with means and standard deviations, with p values calculated using the standard t test. Dichotomous and polytomous variables were reported as counts and percentages, with p values calculated using Fisher's exact test. As appropriate, the number of observations represented the number of patients or the number of treated lesions. Kaplan-Meier analyses were performed to assess freedom from TLR, freedom from thrombosis, clinical benefit, and patency over time.
Results
Demographics, comorbidities, and baseline lesion characteristics reported by the investigative sites are shown in Table 1 . There were numerous comorbidities including a high incidence of diabetes (58.8%) and chronic kidney disease (43.6%). Additionally, 21.4% of patients were classified with critical limb ischemia. The lesions were complex, with an average lesion length of 14.6 ± 9.6 cm (range 0.5-40 cm), 41.5% total occlusions, and 18.7% instent restenosis (ISR).
Two-year clinical follow-up data were available for 662 patients, which represents [ 90% of the 709 patients eligible for 2-year follow-up. All-cause mortality was 10.5% through 2 years. There were no device-related deaths. Additionally, 25 patients withdrew and 76 patients were lost to follow-up prior to the 2-year visit. No paclitaxelrelated adverse events were reported. Ten patients in the study had an amputation for a 2-year rate of 1.1%. Of these 10 amputations, eight patients were classified as Rutherford 5 pre-procedure.
Through 2 years, the Kaplan-Meier estimate of freedom from clinically driven TLR was 83.7% (Fig. 1) , and the freedom from thrombosis rate was 95.9%. Clinical benefit, defined as freedom from persistent or worsening symptoms of ischemia (i.e., claudication, rest pain, ulcer, or tissue loss), was 80.0% at 2 years (Fig. 2) . Clinical assessment at 2 years also revealed a significant improvement in Rutherford classification compared to baseline (p \ 0.01) ( Table 2 ). Clinical improvement of at least one Rutherford class was achieved in 563 of 654 patients (86.1%) through 2 years. Approximately 80% of patients were classified as Rutherford class 0 or 1 at 2 years, and the median Rutherford classification improved from class 3 to class 0 (Table 2) . Similarly, the mean ABI significantly improved from baseline through 2 years from 0.63 to 0.85 (p \ 0.01) ( Table 2 ). Patency was assessed by ultrasound when it was standard of care and is reported for 58% of patients. Based on Kaplan-Meier estimates, the 2-year primary patency rate was 70.3% (Fig. 3 ). There were no significant differences in demographics, lesion characteristics, TLR rate, or thrombosis rate between patients with and without ultrasound surveillance.
Discussion
The DES has been studied in multiple clinical investigations including a RCT comparing to PTA and BMS, a complementary large single-arm study (SAS), and a number of registries [4] [5] [6] [7] [8] . The Zilver PTX RCT confirmed the superiority of the DES compared to both PTA and BMS through 5 years, demonstrating the durable effect of the paclitaxel-coated DES [7] . The Zilver PTX SAS supported these results in a wider range of lesions. The present study had no exclusion criteria and therefore represented a realworld patient population: the average lesion length was 14.6 cm with approximately 30% of the lesions [ 20 cm in length, 40% had only one or no vessel runoff, and a high rate of total occlusions and in-stent restenosis was documented [4] . Despite the complex lesions enrolled in this study, the results compare favorably to previously reported results. Dake et al. [7] reported a clinical benefit rate of 82.0% through 2 years in the RCT, which is similar to the 2-year rate of 80.0% in this study. The 2-year freedom from TLR rate of 83.7% was also similar to the rate of 86.0% reported in the RCT [7] . The primary patency rate in the current study was 70.3% at 2 years, which also compares favorably to the 76.3% 2-year patency rate reported in the RCT [7] , especially considering the real-world population in the current study. Positive results with the DES for patients with poor runoff vessels or chronic renal failure, which have been reported as risk factors for restenosis after BMS placement [2] , are supportive of the DES usage in complicated situations [9, 10] .
Historically, patency of TASC C/D FP lesions has not been satisfactory, including results reported for patients in Japan. In a comparison study of SMART and MISAGO BMS placed in Japanese patients, the study population was stratified by TASC classification. In propensity scorematched cohorts, the 2-year patency rates in TASC C/D FP lesions were 62% for the SMART group and 25% for the MISAGO group [11] . Aihara et al. [12] compared the clinical outcomes of endovascular treatment, which consisted of stent placement in 70% of cases, and bypass surgery performed for claudicants with TASC C/D FP lesions. The 2-year patency rates were 58.2% in the endovascular arm and 75.5% in the bypass arm. The current results with the DES from the Japan PMS compare favorably to those previously reported after implantation of BMS, including SMART and MISAGO stents, and also comparable to that of bypass surgery.
Previous studies have typically only reported thrombosis rates through 1 year. Angioscopic observations in Japan have reported some evidence of thrombus with possible incomplete endothelial coverage at 2 months, but adequate healing at 1 year [13, 14] . Based on these observations, the continuation of dual antiplatelet therapy could be important to minimize the incidence of stent thrombosis. In the ZEPHYR registry in Japan, the 1-year thrombosis rate was 2% [8] , similar to the 1-year rate of 3.0% for this study. The OSPREY trial, a single-arm multinational study, evaluating the performance of the MISAGO BMS, reported a 1-year stent thrombosis rate of 0.4% [4, 15] . Additionally, a study in Japan of the GORE Viabahn stent graft reported a 2.9% occlusion rate through 1 year [16] . A large multicenter registry in the USA evaluated stent thrombosis rates for BMS, DES, and stent grafts and reported a 4.3% stent thrombosis rate over a median follow-up period of 6 months [17] .
In the present study, the rate of stent thrombosis through 2 years remained low, with a 1.1% change from 1 to 2 years. The low rate of thrombotic occlusion through 2 years in the present study is comparable to previously published 1-year rates. Another important consideration is that stent thrombosis in the SFA can be difficult to distinguish from total occlusion caused by restenosis, and the possible inclusion of stent occlusions that are of restenotic rather than thrombotic origin may overestimate the DES thrombosis rate, making direct comparisons among studies difficult.
There are several limitations in the study. First, stent patency was assessed only on a subgroup of patients where physicians considered this standard of care, as previously discussed. Therefore, results in terms of patency should be carefully interpreted. Second, only Japanese ethnicity was investigated in the study and other ethnic groups should be evaluated in a future to validate the efficacy of the Zilver PTX in a real-world practice. However, in the previous RCT, the results with the DES in the Japanese subgroup showed no major differences in safety and effectiveness compared with the non-Japanese patient group [18] . Therefore, the current favorable results from the Japan PMS might be extrapolated to other races having severe lesion backgrounds. Finally, this was a post-market, singlearm study without an internal control group; however, the study enrolled a large number of patients with high followup rate. The outcomes obtained with the DES in this study are consistent with those from the previously published RCT and the complementary SAS.
In conclusion, 2-year Japan PMS results are positive, confirm the long-term benefit of the DES, and reaffirm safety and effectiveness of the DES in complicated FP lesions. Consistent results across studies provide added support for the established long-term performance of the DES.
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